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THE NATIONAL BUREAU OF STANDARDS 

The National Bureau of Standards’ provides measurement and technical information services 
essential to the efficiency and effectiveness of the work of the Nation’s scientists and engineers. The 
Bureau serves also as a focal point in the Federal Government for assuring maximum application of 
the physical and engineering sciences to the advancement of technology in industry and commerce. To 
accomplish this mission, the Bureau is organized into three institutes covering broad program areas of 
research and services: 
THE INSTITUTE FOR BASIC STANDARDS . . . provides the central basis within the United 
States for a complete and consistent system of physical measurements, coordinates that system with the 
measurement systems of other nations, and furnishes essential services leading to accurate and uniform 
physical measurements throughout the Nation’s scientific community, industry, and commerce. This 
Institute comprises a series of divisions, each serving a classical subject matter area: 

-Applied Mathematics-Electricity-Metrology-Mechanic~Heat-Atomic Physics-Physical 
Chemistry-Radiation Physics-Laboratory Astrophysics*-Radio Standards Laboratory,2 which 
includes Radio Standards Physics and Radio Standards Engineering-Office of Standard Refer- 
ence Data. 

THE INSTITUTE FOR MATERIALS RESEARCH . . . conducts materials research and provides 
associated materials services including mainly reference materials and data on the properties of ma- 
terials. Beyond its direct interest to the Nation’s scientists and engineers, this Institute yields services 
which are essential to the advancement of technology in industry and commerce. This Institute is or- 
ganized primarily by technical fields: 

-Analytical Chemistry-Metallurgy-Reactor Radiations-Polymers-Inorganic M a t e r i a l d r y -  
ogenics2-Office of Standard Reference Materials. 

. THE INSTITUTE FOR APPLIED TECHNOLOGY . . . provides technical services to promote the 
use of available technology and to facilitate technological innovation in industry and government. The 
’ principal elements of this Institute are: 

-Building Research-Electronic Instrumentation-Technical Analysis-Center for Computer Sci- 
ences and Technology-Textile and Apparel Technology Center-Office of Weights and Measures 
-Office of Engineering Standards Services-Office of Invention and Innovation-Office of Vehicle 
Systems Research-Clearinghouse for Federal Scientific and Technical Information3-Materials 
Evaluation Laboratory-NBS/GSA Testing Laboratory. 

1 Headquarters and Laboratories at Gaithersburg, Maryland, unless otherwise noted; mailing address Washington, D. C., 

2 Located at Boulder, Colorado, 80302. 
3 Located at 5285 Port Royal Road, Springfield, Virginia 22151. 
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1. Physical  P rope r t i e s  of Cryogenic Fluids 

1.0 General Comments 

Personnel  contributing during this period were  D. E. Diller, 

R. D. Goodwin, W. J. Hall, M. C. Jones,  R. D. McCarty, H. M. 

Roder, and B. A. Younglove. 

1.1 Dielectric Constant of Solid Parahydrogen 

Since the last report  a few m o r e  da ta  points were  taken 

of the solid dielectr ic  constant on the melting l ine up to  a maximum den- 

s i t y  of 0.09650 g m / c m  . 
mended is 

3 
The equation for polarizibility now recom-  

d 

3 
P = 1.01101 - 0.04916 pcm / g m  

3 
This is only slightly different f r o m  that previously 

This gives an r.m. s.  deviation of 0. OZ6Y0 f rom the mea- 

Also the polarization can be represented as a l inear  function 

with p in  g m / c m  . 
recommended. 

surements .  

in tempera ture ,  

3 
P = 1.006082 + 0.000 019 T cm / g m  

with T in  OK. This gives an r. m. s. deviation of 0.029%. 

The dielectr ic  constant likewise c a n  be given as a l inear  function 

of tempera ture  over  the range of temperatures  measured.  It is 

E: = 1.222 887 + 0.004 500 T 

where  T is in OK; this represents  the data  to within 0.08570 r. m. s. 

B. A. Y. 



1.2  Refractive Index of Hydrogen 

Experimental  determinations of the temperature ,  den- 

s i ty  and composition dependence of the Lorentz-Lorenz function for  

hydrogen a r e  continuing. 

i so therms at 35", 50°, 6 0 ° ,  and 100°K have recently been completed. 

The limiting value of the Lorentz-Lorenz function at low densit ies is 

near ly  independent of temperature  in this range. 

the function increases  to  a maximum with increasing density. 

heights of the maxima range f rom 0. 0570 to  0. 3570 above the low density 

values and decrease  rapidly with increasing temperature .  

Measurements on gaseous parahydrogen along 

Along each i so therm 

The 

Measurements  on saturated liquid parahydrogen f r o m  

the t r iple  point t o  the cr i t ica l  point a r e  in progress .  

s u r e  absolute values of the liquid refract ive index while retaining the 

high precision and accuracy of an interferometer ,  f r inges mus t  be 

counted while slowly heating the fluid to a tempera ture  above cr i t i ca l  

and then decreasing the p r e s s u r e  to vacuum. This scheme was sug- 

gested several  yea r s  ago 111 and has been found to be quite practicable.  

The value of (n-1) can easi ly  be measured  with an uncertainty of l e s s  

than 2 par t s  in  10, 000 using this method. 

In o r d e r  to  mea- 

D. E. D. 

1. 3 TAB Code and Tables of Evaluated Data 

To establish the deviation pat tern for  the TAB code p ro -  

grams,  a s e r i e s  of "best" values is needed. 

PVT surface by fitting a Benedict-Webb-Rubin type equation to  our  i s o -  

therms from 50 to 100°K (para) ,  all of the data  surveyed by Woolley 

(normal),  and the PVT measurements  of Michels, e t  al. (normal).  In 

this approach, s ta t is t ical  limits were  obtained f o r  e r r o r  in  the derived 

W e  established a "best" 

/ 

111 R. J. Corruccini,  NBS Technical Note 323 (1965). 
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propert ies .  

tion of the present  values. 

Woolley's derived propert ies  f a l l  within one standard devia- 

The comparison was conducted in  three regions as fol- 

lows: 

Region 1 Low temperatures  to  180"R (Monograph 94) 

Region 2 180 to about 2700"R (essentially no dissociation) 

Region 3 2700 to 5000"R (region of dissociation). 

A s e t  of representative i sobars  was selected: 1, 15, 50, 

150, 500, 1500, and 4500 psia. Along each of these i sobars  for  appro- 

pr ia te  intervals  of temperature ,  the values interpolated f r o m  the TAB 

code were  compared with the "best" values; differences were  then 

plotted with a mechanical plotter. 

Checks have been completed in  all th ree  regions, and the follow- 

ing ma jo r  e r r o r s  have been found: 

1. At tempera tures  just above 180"R and p r e s s u r e s  above 

1500 psia. 

much as 100 BTU/lb. with corresponding e r r o r s  in  the 

other  variables.  The reason is that the values given in  

TN-130 extend only to  1500 psia. 

code at higher p res su res  were  extrapolated l inear ly  

f r o m  ent r ies  below 1500 psia. 

Deviations between the PVT surface of AiResearch and 

that of Woolley. 

density in  the range of interest .  

Deviations and/or inconsistencies in the region of d i s -  

s oci ation. 

Here  the enthalpy differences increase  to as 

The values of TAB 

2. 

The deviations a r e  as l a rge  as 1.5'7'0 in 

3. 

The last point proved to be especially troublesome. 

established by dissociation, the properties presented should be those of 

n o r m a l  hydrogen. 

After equilibrium is 

The one variable which will ref lect  this change is 

3 



entropy; the amount of the change is 2 R In 2. 

tabulations do not reflect  this change in entropy. 

AiResearch o r  L M L  

The next step will be to use the equation obtained for 

checking out Region 2 to  improve the entr ies  in the TAB code programs 

f r o m  180" to 5000"R. 

out above. 

This should eliminate all of the e r r o r s  pointed 

W.J.H. ,  R.D.M.,H.M.R. 

1.4 Equation of State for  Parahydrogen 

The equation of state l a s t  r e f e r r ed  to  in the 21st and 

22nd Quarterly Reports has  now been published in final form. 

erence is "An Equation of State for  Fluid Parahydrogen f rom the Tr ip le -  

Point to 100°K at P r e s s u r e s  to 350 Atmospheres' '  by Robert  D. Goodwin, 

J. Research NBS, s, 203-212 (May-June, 1967). 

The r e f -  

R. D. G 

1.5 Absorption of Thermal  Radiation in Liquid Hydrogen 

The path length of the absorption ce l l  has  been increased  

to  about 1". 

obtained with this length. 

1 /2", enable a correct ion to be made for the reflection 10s s at the 

quartz  -liquid interface and, hence, the t r u e  absorption in liquid nitrogen 

may be calculated. 

The pure rotational spec t rum of liquid nitrogen has been 

These observations,  together with those for  

This calculation is now in progress .  

The absorption spec t rum of liquid methane has  also been 

recorded in the wavelength range 40-500 microns.  

than for  liquid nitrogen except at long wavelengths. 

trum of liquid normal  hydrogen is to be recorded next. 

Absorption is s t ronger  

The absorption spec -  

M. C. J. 
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2. Cryogenic Propert ies  of Solids 

2. 1 Thermal  Conductivity of Solids 

2. 1. 1 General  Comments 

The objective of this project is to determine the thermal  

conductivities of severa l  aerospace alloys and standard reference ma- 

terials from liquid helium temperatures  to above 120°K. 

Personnel  contributing during the present  reporting period 

a r e  J. G. Hust and R .  L. Powell. 

2. 1. 2 P rogram Status 

During the cur ren t  reporting period severa l  runs at liquid 

helium temperatures  were  accomplished. 

purpose of "in place' '  thermocouple calibration, but a lso to fur ther  check 

out the operation of the apparatus.  The Chrome1 vs.  AuFe thermocouple 

attached to the same  measuring station as the germanium resis tance 

thermometer  was calibrated a t  109 points between 4 and 30°K. 

sulting emf vs.  temperature  curve and the thermopower vs.  t empera ture  

curve  obtained from a smoothing of these data are i l lustrated in f igures  

2. 1. 1-2.  Thermal  and electr ical  conductivity measurements  have a l so  

been conducted a t  liquid helium temperatures  but due to the problems 

descr ibed in the last report  these d a t a  a r e  uncertain by severa l  percent. 

These prel iminary data are  i l lustrated in fig. 2.1.3. The electr ical  r e -  

sist ivity of this sample in the liquid helium range is constant a t  138. 7 

micro-ohm cm and the thermopower of the sample with respect  to n-Ag 

v a r i e s  f rom 0. 82pv/"K at 13. 7 ° K  to 1 .65~lv/"K at 24. 5°K. The Lorenz 

rat io ,  L = ph/T, is 13. 9 x 10 watt ohm/"K in  this range. The new 

l a r g e r  Ti alloy sample,  redesigned thermocouple holders and sample 

hea te r  have been fabricated and assembled. Measurements will pro-  

ceed in  the nea r  future. 

These were pr imar i ly  fo r  the 

The re- 

-8 2 
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During the cur ren t  reporting period approximately six 

weeks were lost  on this program because J. G. Hust was required to 

complete the task of temperature  scale comparisons according to a 

previous commitment to the Cryogenic Data Center. 

consultation with the General Dynamics/Fort Worth thermal conductivity 

radiation effects program occurred during this period. 

Also considerable 

During the next reporting period, measurements  on Ti- 

A l 10 and Inconel 7 18 should be completed. 

. 
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2 .  1 .3  Mater ia ls  Propert ies  Data Book 

The prelimina ry thermal  conductivity , electr ical  resist ivity , 
and Lorenz ratio of Ti-A-11OAT alloy a r e  presented in f igures  2 .  1 . 4 ,  

2 .  1. 5 and 2.1.6.  The uncertainties of the preliminary NBS measured  

values of thermal  conductivity a r e  relatively high because of the low 

conductance of the smal l  sample used. 

Ti alloy will be performed on a sample having ten t imes  the c r o s s -  

sectional a r ea .  

Book represents a reasonable extension of the N B S  measured  values. 

The disagreement of these data f rom those of Deem, Woods and Lucks 

has  not been satisfactorily explained at  present .  

Future  measurements  on this  

The electr ical  resist ivity shown in the NERVA Data 

10 
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2 . 2  Thermocouple Thermometry 

2. 2. 1 General  Comments 

The objectives of the thermometry program a r e  1 )  to develop 

bet ter  thermocouple mater ia l s  f o r  the liquid hydrogen tempera ture  range, 

and 2 )  to produce national standard thermocouple tables for  mater ia l s  

used in the cryogenic-to-room temperature  range. The present  set of 

wi res  being calibrated include Chromel, Alumel, Constantan, copper,  

normal  s i lver ,  and platinum. Materials in a development stage include 

s i lver  -gold and three  gold-iron alloys. 

Personnel  contributing during this reporting period were  

L. L. Sparks and R .  L. Powell. 

2 . 2 . 2  Program Status 

Calibration has  been completed in the liquid nitrogen tem-  

"Hand" calculations, which include no pera ture  range (75°K to 290°K). 

correct ions for  the potentiometer, Mueller bridge,  o r  tempera ture  dr i f t ,  

indicate a measurement  inaccuracy of f rom 0.03 to 0.07 pv in the thermocouple 

emf measurements .  They a l so  tentatively indicate the ma jo r  e r r o r  in 

the dependent var iable  (thermocouple emf)  to be caused by the six dial  

potentiometer. 

analyze all of the data will permi t  a ve ry  thorough analysis of e r r o r .  

The computer program which will ult imately be  used to 

Fig.2.2.1 is a composite thermopower vs .  t empera ture  curve  

f o r  Chrome1 vs .  Au-0. 07 atomic percent  Fe .  The portion of the curve 

f rom 4°K to  30°K was taken f r o m  the the rma l  conductivity experiment 

while the portion from 80°K to 280°K was accomplished in the thermo-  

couple calibration apparatus.  

using nominal temperatures  and with no cor rec t ions  to the output voltages. 

It should, therefore ,  be considered prel iminary.  On the compacted sca le  

used, however, it should be representat ive of the final form.  The portion 

of the curve derived from the the rma l  conductivity apparatus  will be 

This portion of the curve was made  up 

14 



. 

. 

8 cu 

0 
Q cu 

8 cu 

C 
0 

8 -  - w  
a 

a a 
O b  

3 
l- 

W 

W + 

0 
a0 

0 
Q 

N 

N 

M 

iz 

15 



re-done in the m o r e  accurate  thermocouple calibration apparatus;  the 

portion shown by dashed lines will be included in the liquid hydrogen 

rang e the rm oc ouple calibration. 

The previously mentioned computer program i s  near ly  com- 

pleted in f i r s t  d raf t  fo rm.  

the thermoelectric output from each thermocouple wire to a l l  s imi la r  

wires ,  to each se t  of re ference  wires  (platinum and normal  s i lver) ,  and 

to each of the diss imilar  wires that i t  can be paired with. These inter-  

comparisons will allow us to select  equations which will minimize e r r o r s  

and give the best  functional representations.  

When completed, the program will compare 

At the present  t ime a vacuum leak occurs  when the cali-  

bration cryostat  i s  below the temperature  of liquid nitrogen. The leak i s  

a lmost  certainly due to thermal  contractions generated below 75°K - the 

system showed no leak a t  75°K. 

2 . 2 . 3  Summary 

The liquid nitrogen range calibrations have been completed. 

During these runs the measurement  system, control system, and vacuum 

system performed very  well. 

completed, the liquid helium range calibrations will commence. These 

runs a r e  expected to take approximately one week. The liquid hydrogen 

range calibration will  follow the helium t e s t s  and should take two weeks 

to  complete. 

should be completed by mid-July. 

2 . 3  Thermal Expansion 

As soon a s  the vacuum system repa i r  i s  

The computer analysis program i s  progressing well and 

2 . 3 .  1 General Comments 

The objective of this project  i s  to  m e a s u r e  the thermal  ex- 

pansion coefficients of severa l  aerospace  alloys and standard re ference  

mater ia l s  f rom liquid hydrogen tempera ture ,  2O"K, to room tempera ture ,  

293 " K. 

16 



. 
The dilatometer apparatus is fully operational and calibrated 

with OFHC polycrystalline copper. The f i r s t  sample,  Hastelloy X,  has  

been measured  and is reported. Compilation and cr i t ical  evaluation of 

data taken from the l i t e ra ture  is in progress ,  with some initial resu l t s  

tabulated in this report. 

Personnel  contributing during this period were A. F. Clark 

and W. J. Hall. 

2 . 3 . 2  Program Status 

The apparatus was cleaned, repaired,  and reassembled. 

Changes were  incorporated in the cryogenic fluid venting system to comply 

with liquid hydrogen safety procedures.  Also for  safety reasons,  g lass  

components were  replaced with stainless s tee l  wherever possible. 

Chromel-Constantan thermocouples were  placed on a sample and cali-  

b ra ted  following NBS Report  8750[ 11. 

dilatometer apparatus is shown in  figure 2. 3. 1. 

operational and the only further changes will b e  to automate the data a c -  

quisition. 

dial  indicator,  and i t s  signal along with the signal from the thermocouple 

will be fed into a digital voltmeter and printed automatically. 

A complete schematic of the 

The apparatus is now 

A l inear  differential t ransformer  will replace the existing 

Samples have been machined and ground to the dimensions 

8. 000" f 0. 002" long and approximately 1/4" square,  with squareness  to 

f 0. 002". 

were  discarded in o rde r  to a s su re  a "commercially available" condition. 

A l l  samples  will b e  hardness  tested before  and af ter  measurements .  

Any samples  which where bent o r  worked during machining 

The apparatus was calibrated by measuring the thermal  

expansion of polycrystalline OFHC copper machined from 3/4-inch b a r  

stock. Two copper samples were measured ,  one of them seve ra l  t imes,  

[ 13 L. L. Sparks and R.  L. Powell, NBS Report  8750, February  1965. 
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to determine reproducibility of the measurement  on a given sample and 

between different samples.  The largest  variation of the total expansion 

between 293°K and 20°K was 1 . 2  percent and was usually bet ter  than 

1 percent. 

l i terature  data was then used as a correction to Dther sample measu re -  

ments.  The bes t  l i t e ra ture  data for copper were  determined from fig- 

u r e  2. 3.2 which shows the thermal  expansion coefficient measurements  

of copper since the Corruccini and Gniewek[ 21 compilation of 1961. 

Rubin, Altman, and Johnston[ 31 data were  determined as "best" and used 

for  this calibration. 

The difference between an average of these data and the bes t  

The 

Fur the r  measurements  of copper were  done to determine 

the smoothness of fit of data taken above and below liquid nitrogen tem- 

pera ture ,  and the effect of the cooling r a t e  on temperature  gradients in 

the sample. 

liquid nitrogen as a coolant to those using liquid hydrogen as coolant. 

P r o p e r  placement of thermocouples will a s s u r e  average temperature  de- 

termination to bet ter  than 0. 5°K f o r  samples  of low thermal  diffusivity 

f o r  the highest cooling ra tes .  

F igure  2.  3. 3 shows the smooth transit ion of data taken using 

Hastelloy X was  measured a n d  cor rec ted  as described and 

its total  thermal  expansion ( re fer red  to room tempera ture)  and differen- 

tial expansivity is shown in  Table 2 .  3 .  1. 

interval  f o r  the expansion values ( A  L/L) tabulated is 2 x 10 

in the table. 

expansion and may  have a larger e r r o r .  (The inaccuracies  of the com- 

puter  curve fitting show up as a decrease in the differential  expansivity 

near room temperature ,  which is probably not real. ) A m o r e  detailed 

discussion of e r r o r s  will be given in the next report .  

The 9 0  percent confidence 
-5 

o r  2 units 

The differential  expansivities a r e  derived from the total 

[ 21 R. J. Corruccini and J. J. Gniewek, NBS Monograph 29, May 1961. 

[ 31 T. Rubin, H. W. A l t m a n ,  andH. L. Johnston, J. Amer.  Chem. SOC. 

- 76, 5289 (1954). 
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A "Tymshare" computer program to convert existing l i t e ra -  

t u re  data to a standard tabular form has been developed. 

values of thermal  expansion referenced to any temperature  and in any 

temperature scale ,  it 1 )  converts these to the Kelvin temperature  scale  

referenced to  room temperature ,  2 )  fits the data with a five te rm poly- 

nomial in temperature ,  and 3 )  determine6 the expansion and expansivity 

at a standard s e t  of temperatures.  A s  shown in the Hastelloy X data, i t  

can a l so  be used to  fit the experimental measurements.  Li terature  data 

on the thermal  expansion for some mater ia l s  a r e  tabulated in section 

2 . 3 . 3  of the report .  

F r o m  tabular 

The l i t e ra ture  survey, done f o r  the selection of tes t  ma-  

te r ia l s ,  has led to seve ra l  conclusions: 

1. A cr i t ica l  evaluation and compilation of the thermal  ex- 

pansion of solids a t  low temperatures  should be done. The las t  

such compilation[ 21 was pr imar i ly  of the elements and does not 

include many alloys. 

2. 

many of the newer nickel and magnesium alloys. 

3. 

termine the dependence of thermal  expansion on la rge  composi- 

tional variations,  e. g . ,  iron-nickel f rom pure  i ron to pure  

nickel. 

4. A typical alloy ( o r  a l loys)  should be measured  to de- 

termine the dependence of the thermal  expansion on i t s  heat 

treatment or  condition. 

m o r e  common high strength aluminum alloys. 

Tests  to cover these points a r e  planned in  this program. 

Thermal  expansion measurements  should be made of 

A s e r i e s  of related alloys should be measured  to de- 

A good choice would be one of the 

Comparison of l i t e ra ture  data f o r  alloys of s imi la r  compo- 

sition, such as the 5000 o r  7000 s e r i e s  of aluminum alloys o r  the carbon 

s teels ,  shows that for smal l  variations (a few percent) ,  little change can 

2 2  



be expected in the thermal  expansion. 

shows that the difference in the average expansion coefficient f rom room 

temperature  to 90°K between 1020 and 1025 carbon s tee l  will be l e s s  than 

0. 5 percent. 

f o r  near ly  all of the high strength ahminum alloys is only about 3 percent. 

These factors  will be considered in the final selection of mater ia ls .  

F o r  example, the work of Dorsey[ 41 

Also, the variation of the expansions from 293°K to 20°K 

In the next reporting period, the remaining samples will be 

acquired and machined, measurements will be performed on many of 

them, an e r r o r  analysis will be done, and the data acquisition should be 

automated. Also, the computer program fo r  the data compilation will 

be converted to the laboratory's  computer, and the existing l i t e ra ture  

data compilation completed. 

-~ 

141 H. G. Dorsey, Phys. Rev. ,3O,  - 271. 
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2. 3 . 3  Materials Proper t ies  Data Book 

The thermal  expansion of Hastelloy X has been measured  

and i s  shown in table 2 . 3 .  1. 

from the D a t a  Book. 

material .  

The subsequent tables provide data missing 

The appropriate references a r e  given for each 
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3. Consultation and Advisory Services 

3 . 0  General Comments 

Consultation and advisory serv ices  in the general  field of c ryo-  

genic engineering have continued in severa l  NASA program areas :  

Centaur (funded separately) and NEKVA. 

3 . 1  Centaur P rogram - Robert W .  Arnett 

Contact has  been maintained with personnel a t  the Centaur 

Pro jec t  Office, NASA-LeRC, through telephone conversations and mail 

communications. 

3 .1 .  1 Stratification and Pressurizat ion 

Minor alterations have been made in the computer 

program to ensure consistency with the developed equations. 

change in the computed values resulted f r o m  these al terat ions.  

of computations have been made with input pa rame te r s  based upon r e -  

ports  of test program resul ts  f rom the l i terature .  

presented experimental data of Tatom and Hines and one presented P t .  

Loma lockup tes t s  conducted in October 1963 on a Centaur tank. 

comparisons show a more  gradual variation in tempera ture  in the s t r a t -  

ified region fo r  the computer program than that obtained during the 

reported tes t s .  

resul ts  with either a poorly defined lower boundary of the s t ra t i f ied 

layer ,  o r  a much thinner stratif ied layer  than predicted f r o m  the com- 

puter program.  

observed differences. 

Negligible 

A s e r i e s  

Three  of the repor t s  

These 

Rather sharp  breaks in tempera ture  occur  in the tes t  

Work is continuing to determine the reason(s)  for  the 

3 .1 .2  Flight Data Analysis 

Analysis of the AC-9 flight data was completed 

during the reporting period. 

all a r e a s  with no significant variations f r o m  evaluations previously made 

by NASA-LeRC. 

The flight was  very nominal in essentially 

Since no par t icular  differences w e r e  observed]  an  
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informal le t ter  report  was supplied to the Centaur management together 

with the flight data curves  prepared at this  laboratory.  

t ask  is considered completed. 

This specific 

3.  1 . 3  Helium Facility Study 

Operation of the helium recovery sys tem a t  Complex 

36B, KSC, has  been acceptable. Occasional shut downs due to  a variety 

of causes  a r e  gradually being reduced as operating experience is gained. 

Since these a r e  operational and maintenance problems a t  p resent ,  th i s  

t a sk  is considered to  be completed. 

3 .2  NERVA P r o g r a m  - Alan F. Schmidt, Daniel H .  Weitzel 

Throughout the quar te r ,  considerable exchange of information 

occurred  by le t te r ,  telephone and meeting in regard  t o  the the rma l  

conductivity radiation effects program. On Apri l  14, personnel f r o m  

Aerojet-General Corporation met  in  Boulder for  detailed discussions 

and presentations by NBS on thermal  conductivity experimental  e r r o r  

source  and e r r o r  analysis considerations, data acquisition and handling 

methods,  and related i tems of interest .  Subsequent t o  this meeting, 

a n  AGC (rough draft)  experimental  design plan was submitted to  NBS 

f o r  c r i t i ca l  review. 

g r a m  Meeting was attended at General Dynamics/Fort  Worth where 

cu r ren t  program problems were discussed, arid an  extrerr-ely tight pro-  

g r a m  plan was developed to  permit irradiation testing by mid- September .  

In o r d e r  t o  receive benefit of NBS cr i t ica l  evaluation concerning the 

t h e r m a l  conductivity experimental design plan (draf t ) ,  the AGC project 

engineer me t  with NBS personnel in Boulder on June 1 to  cover  the 

business  in detail .  Several  weeks a f te r  this meeting, the electr ical  

res is t ivi ty  experimental  design plan was  submitted to  NBS f o r  review 

and comments .  On June 29-30 ,  a meeting was  held at  GD/FW to d is -  

c u s s  cu r ren t  status of the thermal  conductivity and electr ical  resist ivity 

On May 18-19, the Third Radiation Effects P r o -  
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programs,  to review non - i r radiated experimental resul ts  achieved to  

date (with associated data handling techniques), and t o  resolve out- 

standing problems. 

hydrogen conversion experiment a t  this t ime .  

A separate  review was made of the para- to-  ortho 

Also during the quar te r ,  recommendations were  given (a t  the 

request of SNPO-C) on (1) the suitability of severa l  different types of 

cryogenic flowmeters a t  the NRDS Test Cell C ,  and (2 )  various ques- 

tions concerning the applicability, use , and interpretation of resul ts  

f rom instrumentation being employed on the Plum Brook Reactor 

Facil i ty cryogenic helium flow loop. 

3 . 3  Hydrogen Contamination - R. 0. Voth, R.  W .  Arnett 

During the cur ren t  reporting period, contamination of liquid 

Design hydrogen with solid nitrogen was observed and photographed. 

of the tes t  apparatus was completed and construction initiated. 

Preliminary observations of solid nitrogen in liquid hydrogen 

were  made using the slush hydrogen experimental  apparatus .  

settling character is t ics  of solid nitrogen were  found to  be dependent 

upon the method of contamination. Introduction of gaseous nitrogen 

to  the hydrogen vapor (ullage) space,  and subsequent condensation, 

caused the solid to  set t le  rapidly (within approximately ten  minutes) .  

However, introduction of nitrogen below the surface of the liquid p e r -  

mitted the solid to remain in suspension f o r  long periods of t ime (up 

to one hour). 

not known, but it is considered possible that it may be due to  the p r e s -  

ence of electrostatic charge on the par t ic les  in the la t te r  c a s e .  

the nitrogen was introduced below the surface of the liquid arid then 

s t i r r e d ,  settling occurred immediately.  This event was  recorded on 

16 mm motion picture f i lm.  

The 

A definite reason fo r  the difference in settling t imes  is 

When 

The tes t  apparatus f o r  the forthcoming experimentation con- 
3 s i s t s  of a 300 c m  expendable g lass  vesse l  suspended within a 1200 

. 
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l i t e r  outer vessel .  The 1200 l i t e r  shell is spherical  in shape with 4 

windows to  observe the experiment;  it  will be evacuated before each 

t e s t .  

suspended f rom a top plate.  

source ,  a carbon r e s i s to r  to measure  liquid level,  and a tube to  intro-  

duce the contaminate. 

The g lass  container and an associated liquid nitrogen shield a r e  

The glass vesse l  contains a n  ignition 

A hot wi re  was chosen f o r  the ignition source ,  and to be a s su red  

that sufficient energy is present to  initiate a reaction, a spark  gap of 3 

mm has  been established. 

liquid hydrogen is on the o r d e r  of 10 

supply is required.  

initiate a reaction. 

Since the reported breakdown voltage fo r  
6 

vol t s /cm,  a 300 ,000  volt power 

Later  tes t s  will determine if  lower voltages can 

Contamination of the liquid hydrogen will be accomplished by 

pressurizing an external  vesse l  with the des i red  mixture of oxygen and 

nitrogen and allowing this mixture to flow into the liquid hydrogen g lass  

t e s t  container.  

t u r e ,  leaving only sufficient hydrogen to afford a short  waiting period 

before the reaction is initiated. 

gas  t o  be injected either above o r  below the surface of the liquid hydrogen. 

Tes t s  will be conducted remotely with closed circui t  television being 

used f o r  observation. 

The liquid hydrogen will be used to  condense the mix- 

The apparatus is designed to allow the 

During the next reporting period, construction of the apparatus 

will  be completed and initial tes ts  a r e  planned. 
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4. Cryogenic Flow P r o c e s s e s  

4 .0  General Comments 

Personnel  contributing to  the project during the present  re- 

porting period were  J .  A .  Brennan and W .  G.  Steward. 

4 . 1  Experimental  and Analytical Transfer  Line Cooldown 

A s e r i e s  of t e s t s  was completed with the 1/4-inch 0. D .  t r a n s -  

fer line including four  driving p r e s s u r e s  fo r  subcooled and saturated 

liquid nitrogen and subcooled liquid hydrogen. 

duced small  surges  in subcooled liquid nitrogen and practically no 

surging i n  hydrogen. 

the final report  now in p rogres s .  

The 1 /4-inch line pro-  

Complete data fo r  these runs will be shown in 

The computation t ime has  improved to  the extent that a com- 

plete cooldown calculation fo r  hydrogen now requi res  l e s s  than 45 

minutes.  

cold region of pipe permi ts  smaller division of the fluid in the region 

of rapid change. Thus, bet ter  accuracy is  possible with less compu- 

tation. 

A means of lumping segments containing pure liquid in a 

A final repor t  on t ransfer  line cooldown is expected to  be i n  

d raf t  f o r m  by the end of the next reporting period. 
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5. Cryogenic Propellant Venting Under Low P r e s s u r e  Conditions 

5 . 0  General  Comments 

Personnel  contributing during this period were  M.  C.  Jones and 

P. J .  Giarratano.  

5 .1  Accomplishments during Current Reporting Per iod  and Status 

of Pro jec t  

Experimental  heat t ransfer  measurements  f o r  hydrogen as  the 

t e s t  fluid have been completed and data reduction f o r  both hydrogen and 

nitrogen is presently being accomplished using a CDC 3600 digital com- 

puter .  

During the next reporting period data reduction will be completed 

and work will begin on presentation of resul ts  in a final report .  
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